Chris Bittner

Utah Division of Water Quality
PO Box 144870

SLC, UT 84114

TEL: (801) 536-4300

ANALYTICAL LABORATORIES

RE: MP44.9

Dear Chris Bittner: Lab Set ID: 1304193
463 West 3600 South

SaltLake City, UT 84115 A merjcan West Analytical Laboratories received 19 sample(s) on 4/5/2013 for the

analyses presented in the following report.

American West Analytical Laboratories (AWAL) is accredited by The National
Environmental Laboratory Accreditation Program (NELAP) in Utah and Texas; and is
Toll Free: (888) 263-8686  gtate accredited in Colorado, Idaho, New Mexico, and Missouri.
Fax: (801) 263-8687
e-mail: awal@awal-labs.com  All analyses were performed in accordance to the NELAP protocols unless noted
otherwise. Accreditation scope documents are available upon request. If you have any
web: www.awal-labs.com questions or concerns regarding this report please feel free to call.

Phone: (801) 263-8686

The abbreviation "Surr" found in organic reports indicates a surrogate compound that is
intentionally added by the laboratory to determine sample injection, extraction, and/or
purging efficiency. The "Reporting Limit" found on the report is equivaent to the
practical quantitation limit (PQL). Thisisthe minimum concentration that can be
reported by the method referenced and the sample matrix. The reporting limit must not be
Jose Rocha  confused with any regulatory limit. Analytical results are reported to three significant

QA Officer  figuresfor quality control and calculation purposes.

Kyle F. Gross

Laboratory Director

Thank Y ou,
Ky I e F ) Digitally signed by Kyle F. Gross

DN: cn=Kyle F. Gross, 0=AWAL,
ou=AWAL-Laboratory Director,
email=kyle@awal-labs.com, c=US

< r O S S Date: 2013.04.08 11:57:47 -06'00'

Laboratory Director or designee

Approved by:

Report Date: 4/8/2013 Page 1 of 18
All analysespplicableto the CWA, SDWA, andRCRA areperformedn accordancéo NELAC protocols Pertinensamplinginformationis locatedon the attachedCOC. This reportis providedfor the exclusiveuseof theaddressedrivilegesof
subsequentseof the nameof this companyor any memberof its staff, or reproductiorof this reportin connectiorwith the advertisemengpromotionor saleof anyproductor processor in connectiorwith there-publicatiorof this reportfor any
purposeotherthanfor theaddressewiill begrantedonly on contact.This companyacceptsio responsibilityexceptfor thedueperformancef inspectionand/oranalysisn goodfaith andaccordingto therulesof thetradeandof science.



ORGANIC ANALYTICAL REPORT

Client: Utah Division of Water Quality Contact: ChrisBittner
- > Proj ect: MP 44.9
Lab SampleID: 1304193-001C
= Client SampleID: East of 1-15/ 4920392
anatytical Lasoratories  Collection Date:  4/5/2013  745h
Received Date:  4/5/2013  1240h

Analytical Results TPH-DRO (C10-C28) by GC/FID Method 8015D/3510C
Analyzed: 4/5/2013 2026h Extracted:  4/5/2013 1331h
Units. mg/L Dilution Factor: 1 M ethod: SW8015D
463 West 3600 South
. CAS Reporting Analytical
Salt Lake City, UT 84115 Compound Number Limit Result Qual
Diesel Range Organics (DRO) (C10-C28) 68476-34-6 0.500 <0.500
Phone: (801) 263-8686 Surrogate CAS Result ~ Amount Spiked % REC Limits Qual
Surr: 4-Bromofluorobenzene 460-00-4 0.235 0.4000 58.7 10-190

Toll Free: (888) 263-8686
Fax: (801) 263-8687

e-mail: awal@awal-labs.com

web: www.awal-labs.com

Kyle F. Gross

Laboratory Director

Jose Rocha
QA Officer

Report Date: 4/8/2013 Page 2 of 18
All analysespplicableto the CWA, SDWA, andRCRA areperformedn accordancéo NELAC protocols Pertinensamplinginformationis locatedon the attachedCOC. This reportis providedfor the exclusiveuseof theaddressedrivilegesof
subsequentseof the nameof this companyor any memberof its staff, or reproductiorof this reportin connectiorwith the advertisemengpromotionor saleof anyproductor processor in connectiorwith there-publicatiorof this reportfor any
purposeotherthanfor theaddressewiill begrantedonly on contact.This companyacceptsio responsibilityexceptfor thedueperformancef inspectionand/oranalysisn goodfaith andaccordingto therulesof thetradeandof science.



ORGANIC ANALYTICAL REPORT

Client: Utah Division of Water Quality Contact: ChrisBittner
- > Proj ect: MP 44.9
Lab SampleID: 1304193-002C
= Client SampleID: S. Marina/ 4920495
anatytical Lasoratories  Collection Date:  4/5/2013  800h
Received Date:  4/5/2013  1240h

Analytical Results TPH-DRO (C10-C28) by GC/FID Method 8015D/3510C
Analyzed: 4/5/2013 2046h Extracted:  4/5/2013 1331h
Units. mg/L Dilution Factor: 1 M ethod: SW8015D
463 West 3600 South
. CAS Reporting Analytical
Salt Lake City, UT 84115 Compound Number Limit Result Qual
Diesel Range Organics (DRO) (C10-C28) 68476-34-6 0.500 <0.500
Phone: (801) 263-8686 Surrogate CAS Result ~ Amount Spiked % REC Limits Qual
Toll Free: (888) 263-8636 Surr: 4-Bromofluorobenzene 460-00-4 0.235 0.4000 58.8 10-190

Fax: (801) 263-8687

e-mail: awal@awal-labs.com

web: www.awal-labs.com

Kyle F. Gross

Laboratory Director

Jose Rocha
QA Officer

Report Date: 4/8/2013 Page 3 of 18
All analysespplicableto the CWA, SDWA, andRCRA areperformedn accordancéo NELAC protocols Pertinensamplinginformationis locatedon the attachedCOC. This reportis providedfor the exclusiveuseof theaddressedrivilegesof
subsequentseof the nameof this companyor any memberof its staff, or reproductiorof this reportin connectiorwith the advertisemengpromotionor saleof anyproductor processor in connectiorwith there-publicatiorof this reportfor any
purposeotherthanfor theaddressewiill begrantedonly on contact.This companyacceptsio responsibilityexceptfor thedueperformancef inspectionand/oranalysisn goodfaith andaccordingto therulesof thetradeandof science.



ORGANIC ANALYTICAL REPORT

Client: Utah Division of Water Quality Contact: ChrisBittner
- > Proj ect: MP 44.9
Lab SampleID: 1304193-003C
= Client SampleID: 50 from N Boom / 4920508
anatytical Lasoratories  Collection Date:  4/5/2013  900h
Received Date:  4/5/2013  1240h

Analytical Results TPH-DRO (C10-C28) by GC/FID Method 8015D/3510C
Analyzed: 4/5/2013 2106h Extracted:  4/5/2013 1331h
Units. mg/L Dilution Factor: 1 M ethod: SW8015D
463 West 3600 South
. CAS Reporting Analytical
Salt Lake City, UT 84115 Compound Number Limit Result Qual
Diesel Range Organics (DRO) (C10-C28) 68476-34-6 0.500 <0.500
Phone: (801) 263-8686 Surrogate CAS Result ~ Amount Spiked % REC Limits Qual
Toll Free: (888) 263-8636 Surr: 4-Bromofluorobenzene 460-00-4 0.210 0.4000 524 10-190

Fax: (801) 263-8687

e-mail: awal@awal-labs.com

web: www.awal-labs.com

Kyle F. Gross

Laboratory Director

Jose Rocha
QA Officer

Report Date: 4/8/2013 Page 4 of 18
All analysespplicableto the CWA, SDWA, andRCRA areperformedn accordancéo NELAC protocols Pertinensamplinginformationis locatedon the attachedCOC. This reportis providedfor the exclusiveuseof theaddressedrivilegesof
subsequentseof the nameof this companyor any memberof its staff, or reproductiorof this reportin connectiorwith the advertisemengpromotionor saleof anyproductor processor in connectiorwith there-publicatiorof this reportfor any
purposeotherthanfor theaddressewiill begrantedonly on contact.This companyacceptsio responsibilityexceptfor thedueperformancef inspectionand/oranalysisn goodfaith andaccordingto therulesof thetradeandof science.



ORGANIC ANALYTICAL REPORT

Client: Utah Division of Water Quality Contact: ChrisBittner
- > Proj ect: MP 44.9
Lab SampleID: 1304193-004C
= Client Sample|D: North Boom / 4920397
anatytical Lasoratories  Collection Date:  4/5/2013  910h
Received Date:  4/5/2013  1240h

Analytical Results TPH-DRO (C10-C28) by GC/FID Method 8015D/3510C
Analyzed: 4/5/2013 2205h Extracted:  4/5/2013 1331h
Units. mg/L Dilution Factor: 1 M ethod: SW8015D
463 West 3600 South
. CAS Reporting Analytical
Salt Lake City, UT 84115 Compound Number Limit Result Qual
Diesel Range Organics (DRO) (C10-C28) 68476-34-6 0.500 <0.500
Phone: (801) 263-8686 Surrogate CAS Result ~ Amount Spiked % REC Limits Qual
Surr: 4-Bromofluorobenzene 460-00-4 0.216 0.4000 54.0 10-190

Toll Free: (888) 263-8686
Fax: (801) 263-8687

e-mail: awal@awal-labs.com

web: www.awal-labs.com

Kyle F. Gross

Laboratory Director

Jose Rocha
QA Officer

Report Date: 4/8/2013 Page5 of 18
All analysespplicableto the CWA, SDWA, andRCRA areperformedn accordancéo NELAC protocols Pertinensamplinginformationis locatedon the attachedCOC. This reportis providedfor the exclusiveuseof theaddressedrivilegesof
subsequentseof the nameof this companyor any memberof its staff, or reproductiorof this reportin connectiorwith the advertisemengpromotionor saleof anyproductor processor in connectiorwith there-publicatiorof this reportfor any
purposeotherthanfor theaddressewiill begrantedonly on contact.This companyacceptsio responsibilityexceptfor thedueperformancef inspectionand/oranalysisn goodfaith andaccordingto therulesof thetradeandof science.



ORGANIC ANALYTICAL REPORT

Client: Utah Division of Water Quality Contact: ChrisBittner
- > Proj ect: MP 44.9
Lab SampleID: 1304193-005C
= Client SampleID: W. Boom 5/ 4920499
anatytical Lasoratories  Collection Date:  4/5/2013  920h
Received Date:  4/5/2013  1240h

Analytical Results TPH-DRO (C10-C28) by GC/FID Method 8015D/3510C
Analyzed: 4/5/2013 2225h Extracted:  4/5/2013 1331h
Units. mg/L Dilution Factor: 1 M ethod: SW8015D
463 West 3600 South
. CAS Reporting Analytical
Salt Lake City, UT 84115 Compound Number Limit Result Qual
Diesel Range Organics (DRO) (C10-C28) 68476-34-6 0.500 <0.500
Phone: (801) 263-8686 Surrogate CAS Result ~ Amount Spiked % REC Limits Qual
Surr: 4-Bromofluorobenzene 460-00-4 0.219 0.4000 54.8 10-190

Toll Free: (888) 263-8686
Fax: (801) 263-8687

e-mail: awal@awal-labs.com

web: www.awal-labs.com

Kyle F. Gross

Laboratory Director

Jose Rocha
QA Officer

Report Date: 4/8/2013 Page 6 of 18
All analysespplicableto the CWA, SDWA, andRCRA areperformedn accordancéo NELAC protocols Pertinensamplinginformationis locatedon the attachedCOC. This reportis providedfor the exclusiveuseof theaddressedrivilegesof
subsequentseof the nameof this companyor any memberof its staff, or reproductiorof this reportin connectiorwith the advertisemengpromotionor saleof anyproductor processor in connectiorwith there-publicatiorof this reportfor any
purposeotherthanfor theaddressewiill begrantedonly on contact.This companyacceptsio responsibilityexceptfor thedueperformancef inspectionand/oranalysisn goodfaith andaccordingto therulesof thetradeandof science.



ORGANIC ANALYTICAL REPORT

Client: Utah Division of Water Quality Contact: ChrisBittner
- > Proj ect: MP 44.9
Lab SampleID: 1304193-006C
= Client SampleID: W. Boom 4 / 4920498
anatvtical Lasoratories  Collection Date:  4/5/2013  930h
Received Date:  4/5/2013  1240h

Analytical Results TPH-DRO (C10-C28) by GC/FID Method 8015D/3510C
Analyzed: 4/5/2013 2244h Extracted:  4/5/2013 1331h
Units. mg/L Dilution Factor: 1 M ethod: SW8015D
463 West 3600 South
. CAS Reporting Analytical
Salt Lake City, UT 84115 Compound Number Limit Result Qual
Diesel Range Organics (DRO) (C10-C28) 68476-34-6 0.500 <0.500
Phone: (801) 263-8686 Surrogate CAS Result ~ Amount Spiked % REC Limits Qual
Surr: 4-Bromofluorobenzene 460-00-4 0.217 0.4000 54.2 10-190

Toll Free: (888) 263-8686
Fax: (801) 263-8687

e-mail: awal@awal-labs.com

web: www.awal-labs.com

Kyle F. Gross

Laboratory Director

Jose Rocha
QA Officer

Report Date: 4/8/2013 Page 7 of 18
All analysespplicableto the CWA, SDWA, andRCRA areperformedn accordancéo NELAC protocols Pertinensamplinginformationis locatedon the attachedCOC. This reportis providedfor the exclusiveuseof theaddressedrivilegesof
subsequentseof the nameof this companyor any memberof its staff, or reproductiorof this reportin connectiorwith the advertisemengpromotionor saleof anyproductor processor in connectiorwith there-publicatiorof this reportfor any
purposeotherthanfor theaddressewiill begrantedonly on contact.This companyacceptsio responsibilityexceptfor thedueperformancef inspectionand/oranalysisn goodfaith andaccordingto therulesof thetradeandof science.



ORGANIC ANALYTICAL REPORT

Client: Utah Division of Water Quality Contact: ChrisBittner
- > Proj ect: MP 44.9
Lab SampleID: 1304193-007C
& Client Sample ID: 50 from WB 4 / 4920502
anatytical Lasoratories  Collection Date:  4/5/2013  940h
Received Date:  4/5/2013  1240h

Analytical Results TPH-DRO (C10-C28) by GC/FID Method 8015D/3510C
Analyzed: 4/5/2013 2304h Extracted:  4/5/2013 1331h
Units. mg/L Dilution Factor: 1 M ethod: SW8015D
463 West 3600 South
. CAS Reporting Analytical
Salt Lake City, UT 84115 Compound Number Limit Result Qual
Diesel Range Organics (DRO) (C10-C28) 68476-34-6 0.500 <0.500
Phone: (801) 263-8686 Surrogate CAS Result ~ Amount Spiked % REC Limits Qual
Toll Free: (888) 263-8636 Surr: 4-Bromofluorobenzene 460-00-4 0.209 0.4000 52.2 10-190

Fax: (801) 263-8687

e-mail: awal@awal-labs.com

web: www.awal-labs.com

Kyle F. Gross

Laboratory Director

Jose Rocha
QA Officer

Report Date: 4/8/2013 Page 8 of 18
All analysespplicableto the CWA, SDWA, andRCRA areperformedn accordancéo NELAC protocols Pertinensamplinginformationis locatedon the attachedCOC. This reportis providedfor the exclusiveuseof theaddressedrivilegesof
subsequentseof the nameof this companyor any memberof its staff, or reproductiorof this reportin connectiorwith the advertisemengpromotionor saleof anyproductor processor in connectiorwith there-publicatiorof this reportfor any
purposeotherthanfor theaddressewiill begrantedonly on contact.This companyacceptsio responsibilityexceptfor thedueperformancef inspectionand/oranalysisn goodfaith andaccordingto therulesof thetradeandof science.



ORGANIC ANALYTICAL REPORT

Client: Utah Division of Water Quality Contact: ChrisBittner
- > Proj ect: MP 44.9
Lab SampleID: 1304193-008C
= Client SampleID: W. Boom 3/ 4920497
anatytical Lasoratories  Collection Date:  4/5/2013  950h
Received Date:  4/5/2013  1240h

Analytical Results TPH-DRO (C10-C28) by GC/FID Method 8015D/3510C
Analyzed: 4/5/2013 2324h Extracted:  4/5/2013 1331h
Units. mg/L Dilution Factor: 1 M ethod: SW8015D
463 West 3600 South
. CAS Reporting Analytical
Salt Lake City, UT 84115 Compound Number Limit Result Qual
Diesel Range Organics (DRO) (C10-C28) 68476-34-6 0.500 <0.500
Phone: (801) 263-8686 Surrogate CAS Result ~ Amount Spiked % REC Limits Qual
Surr: 4-Bromofluorobenzene 460-00-4 0.235 0.4000 58.7 10-190

Toll Free: (888) 263-8686
Fax: (801) 263-8687

e-mail: awal@awal-labs.com

web: www.awal-labs.com

Kyle F. Gross

Laboratory Director

Jose Rocha
QA Officer

Report Date: 4/8/2013 Page 9 of 18
All analysespplicableto the CWA, SDWA, andRCRA areperformedn accordancéo NELAC protocols Pertinensamplinginformationis locatedon the attachedCOC. This reportis providedfor the exclusiveuseof theaddressedrivilegesof
subsequentseof the nameof this companyor any memberof its staff, or reproductiorof this reportin connectiorwith the advertisemengpromotionor saleof anyproductor processor in connectiorwith there-publicatiorof this reportfor any
purposeotherthanfor theaddressewiill begrantedonly on contact.This companyacceptsio responsibilityexceptfor thedueperformancef inspectionand/oranalysisn goodfaith andaccordingto therulesof thetradeandof science.



ORGANIC ANALYTICAL REPORT

Client: Utah Division of Water Quality Contact: ChrisBittner
- > Proj ect: MP 44.9
Lab SampleID: 1304193-009C
= Client SampleID: W. Boom 2 / 4920496
anatvtical Lasoratories  Collection Date:  4/5/2013  1000h
Received Date:  4/5/2013  1240h

Analytical Results TPH-DRO (C10-C28) by GC/FID Method 8015D/3510C
Analyzed: 4/5/2013 2344h Extracted:  4/5/2013 1331h
Units. mg/L Dilution Factor: 1 M ethod: SW8015D
463 West 3600 South
. CAS Reporting Analytical
Salt Lake City, UT 84115 Compound Number Limit Result Qual
Diesel Range Organics (DRO) (C10-C28) 68476-34-6 0.500 <0.500
Phone: (801) 263-8686 Surrogate CAS Result ~ Amount Spiked % REC Limits Qual
Surr: 4-Bromofluorobenzene 460-00-4 0.264 0.4000 66.1 10-190

Toll Free: (888) 263-8686
Fax: (801) 263-8687

e-mail: awal@awal-labs.com

web: www.awal-labs.com

Kyle F. Gross

Laboratory Director

Jose Rocha
QA Officer

Report Date: 4/8/2013 Page 10 of 18
All analysespplicableto the CWA, SDWA, andRCRA areperformedn accordancéo NELAC protocols Pertinensamplinginformationis locatedon the attachedCOC. This reportis providedfor the exclusiveuseof theaddressedrivilegesof
subsequentseof the nameof this companyor any memberof its staff, or reproductiorof this reportin connectiorwith the advertisemengpromotionor saleof anyproductor processor in connectiorwith there-publicatiorof this reportfor any
purposeotherthanfor theaddressewiill begrantedonly on contact.This companyacceptsio responsibilityexceptfor thedueperformancef inspectionand/oranalysisn goodfaith andaccordingto therulesof thetradeandof science.



ORGANIC ANALYTICAL REPORT

Client: Utah Division of Water Quality Contact: ChrisBittner
- > Proj ect: MP 44.9
Lab SampleID: 1304193-010C
= Client SampleID: 50' From WB1/ 4920505
anatvtical Lasoratories  Collection Date:  4/5/2013  1010h
Received Date:  4/5/2013  1240h

Analytical Results TPH-DRO (C10-C28) by GC/FID Method 8015D/3510C
Analyzed: 4/6/2013 003h Extracted:  4/5/2013 1331h
Units. mg/L Dilution Factor: 1 M ethod: SW8015D
463 West 3600 South
. CAS Reporting Analytical
Salt Lake City, UT 84115 Compound Number Limit Result Qual
Diesel Range Organics (DRO) (C10-C28) 68476-34-6 0.500 <0.500
Phone: (801) 263-8686 Surrogate CAS Result ~ Amount Spiked % REC Limits Qual
Toll Free: (888) 263-8636 Surr: 4-Bromofluorobenzene 460-00-4 0.226 0.4000 56.6 10-190

Fax: (801) 263-8687

e-mail: awal@awal-labs.com

web: www.awal-labs.com

Kyle F. Gross

Laboratory Director

Jose Rocha
QA Officer

Report Date: 4/8/2013 Page 11 of 18
All analysespplicableto the CWA, SDWA, andRCRA areperformedn accordancéo NELAC protocols Pertinensamplinginformationis locatedon the attachedCOC. This reportis providedfor the exclusiveuseof theaddressedrivilegesof
subsequentseof the nameof this companyor any memberof its staff, or reproductiorof this reportin connectiorwith the advertisemengpromotionor saleof anyproductor processor in connectiorwith there-publicatiorof this reportfor any
purposeotherthanfor theaddressewiill begrantedonly on contact.This companyacceptsio responsibilityexceptfor thedueperformancef inspectionand/oranalysisn goodfaith andaccordingto therulesof thetradeandof science.



ORGANIC ANALYTICAL REPORT

Client: Utah Division of Water Quality Contact: ChrisBittner
- > Proj ect: MP 44.9
Lab SampleID: 1304193-011C
= Client SampleID: W. Boom 1/ 4920396
anatvtical Lasoratories  Collection Date:  4/5/2013  1020h
Received Date:  4/5/2013  1240h

Analytical Results TPH-DRO (C10-C28) by GC/FID Method 8015D/3510C
Analyzed: 4/7/2013 1121h Extracted:  4/5/2013 152%h
Units. mg/L Dilution Factor: 1 M ethod: SW8015D
463 West 3600 South
. CAS Reporting Analytical
Salt Lake City, UT 84115 Compound Number Limit Result Qual
Diesel Range Organics (DRO) (C10-C28) 68476-34-6 0.500 <0.500
Phone: (801) 263-8686 Surrogate CAS Result ~ Amount Spiked % REC Limits Qual
Surr: 4-Bromofluorobenzene 460-00-4 0.220 0.4000 55.1 10-190

Toll Free: (888) 263-8686
Fax: (801) 263-8687

e-mail: awal@awal-labs.com

web: www.awal-labs.com

Kyle F. Gross

Laboratory Director

Jose Rocha
QA Officer

Report Date: 4/8/2013 Page 12 of 18
All analysespplicableto the CWA, SDWA, andRCRA areperformedn accordancéo NELAC protocols Pertinensamplinginformationis locatedon the attachedCOC. This reportis providedfor the exclusiveuseof theaddressedrivilegesof
subsequentseof the nameof this companyor any memberof its staff, or reproductiorof this reportin connectiorwith the advertisemengpromotionor saleof anyproductor processor in connectiorwith there-publicatiorof this reportfor any
purposeotherthanfor theaddressewiill begrantedonly on contact.This companyacceptsio responsibilityexceptfor thedueperformancef inspectionand/oranalysisn goodfaith andaccordingto therulesof thetradeandof science.



ORGANIC ANALYTICAL REPORT

Client: Utah Division of Water Quality Contact: ChrisBittner
- > Proj ect: MP 44.9
Lab SampleID: 1304193-012C
= Client Sample|D: East of Boom/ 4920395
anatytical Lasoratories  Collection Date:  4/5/2013  1030h
Received Date:  4/5/2013  1240h

Analytical Results TPH-DRO (C10-C28) by GC/FID Method 8015D/3510C
Analyzed: 4/7/2013 1141h Extracted:  4/5/2013 152%h
Units. mg/L Dilution Factor: 1 M ethod: SW8015D
463 West 3600 South
. CAS Reporting Analytical
Salt Lake City, UT 84115 Compound Number Limit Result Qual
Diesel Range Organics (DRO) (C10-C28) 68476-34-6 0.500 <0.500
Phone: (801) 263-8686 Surrogate CAS Result ~ Amount Spiked % REC Limits Qual
Surr: 4-Bromofluorobenzene 460-00-4 0.212 0.4000 52.9 10-190

Toll Free: (888) 263-8686
Fax: (801) 263-8687

e-mail: awal@awal-labs.com

web: www.awal-labs.com

Kyle F. Gross

Laboratory Director

Jose Rocha
QA Officer

Report Date: 4/8/2013 Page 13 of 18
All analysespplicableto the CWA, SDWA, andRCRA areperformedn accordancéo NELAC protocols Pertinensamplinginformationis locatedon the attachedCOC. This reportis providedfor the exclusiveuseof theaddressedrivilegesof
subsequentseof the nameof this companyor any memberof its staff, or reproductiorof this reportin connectiorwith the advertisemengpromotionor saleof anyproductor processor in connectiorwith there-publicatiorof this reportfor any
purposeotherthanfor theaddressewiill begrantedonly on contact.This companyacceptsio responsibilityexceptfor thedueperformancef inspectionand/oranalysisn goodfaith andaccordingto therulesof thetradeandof science.



ORGANIC ANALYTICAL REPORT

Client: Utah Division of Water Quality Contact: ChrisBittner
- > Proj ect: MP 44.9
Lab SampleID: 1304193-013C
= Client Sample|D: Between Weirs / 4920394
anatytical Lasoratories  Collection Date:  4/5/2013  1040h
Received Date:  4/5/2013  1240h

Analytical Results TPH-DRO (C10-C28) by GC/FID Method 8015D/3510C
Analyzed: 4/7/2013 1201h Extracted:  4/5/2013 152%h
Units. mg/L Dilution Factor: 1 M ethod: SW8015D
463 West 3600 South
. CAS Reporting Analytical
Salt Lake City, UT 84115 Compound Number Limit Result Qual
Diesel Range Organics (DRO) (C10-C28) 68476-34-6 0.500 1.28
Phone: (801) 263-8686 Surrogate CAS Result ~ Amount Spiked % REC Limits Qual
Surr: 4-Bromofluorobenzene 460-00-4 0.185 0.4000 46.2 10-190

Toll Free: (888) 263-8686
Fax: (801) 263-8687

e-mail: awal@awal-labs.com

web: www.awal-labs.com

Kyle F. Gross

Laboratory Director

Jose Rocha
QA Officer

Report Date: 4/8/2013 Page 14 of 18
All analysespplicableto the CWA, SDWA, andRCRA areperformedn accordancéo NELAC protocols Pertinensamplinginformationis locatedon the attachedCOC. This reportis providedfor the exclusiveuseof theaddressedrivilegesof
subsequentseof the nameof this companyor any memberof its staff, or reproductiorof this reportin connectiorwith the advertisemengpromotionor saleof anyproductor processor in connectiorwith there-publicatiorof this reportfor any
purposeotherthanfor theaddressewiill begrantedonly on contact.This companyacceptsio responsibilityexceptfor thedueperformancef inspectionand/oranalysisn goodfaith andaccordingto therulesof thetradeandof science.



ORGANIC ANALYTICAL REPORT

Client: Utah Division of Water Quality Contact: ChrisBittner
- > Proj ect: MP 44.9
Lab SampleID: 1304193-014C
- Client Sample ID: Between Weirs Dup / 4920394
anatvtical Lasoratories  Collection Date:  4/5/2013  1045h
Received Date:  4/5/2013  1240h

Analytical Results TPH-DRO (C10-C28) by GC/FID Method 8015D/3510C
Analyzed: 4/7/2013 1220h Extracted:  4/5/2013 152%h
Units. mg/L Dilution Factor: 1 M ethod: SW8015D
463 West 3600 South
. CAS Reporting Analytical
Salt Lake City, UT 84115 Compound Number Limit Result Qual
Diesel Range Organics (DRO) (C10-C28) 68476-34-6 0.500 121
Phone: (801) 263-8686 Surrogate CAS Result ~ Amount Spiked % REC Limits Qual
Surr: 4-Bromofluorobenzene 460-00-4 0.143 0.4000 35.8 10-190

Toll Free: (888) 263-8686
Fax: (801) 263-8687

e-mail: awal@awal-labs.com

web: www.awal-labs.com

Kyle F. Gross

Laboratory Director

Jose Rocha
QA Officer

Report Date: 4/8/2013 Page 15 of 18
All analysespplicableto the CWA, SDWA, andRCRA areperformedn accordancéo NELAC protocols Pertinensamplinginformationis locatedon the attachedCOC. This reportis providedfor the exclusiveuseof theaddressedrivilegesof
subsequentseof the nameof this companyor any memberof its staff, or reproductiorof this reportin connectiorwith the advertisemengpromotionor saleof anyproductor processor in connectiorwith there-publicatiorof this reportfor any
purposeotherthanfor theaddressewiill begrantedonly on contact.This companyacceptsio responsibilityexceptfor thedueperformancef inspectionand/oranalysisn goodfaith andaccordingto therulesof thetradeandof science.



ORGANIC ANALYTICAL REPORT

Client: Utah Division of Water Quality Contact: ChrisBittner
- > Proj ect: MP 44.9
Lab SampleID: 1304193-015C
= Client Sample|D: East of #3
anatvtical Lasoratories  Collection Date:  4/5/2013  1035h
Received Date:  4/5/2013  1240h

Analytical Results TPH-DRO (C10-C28) by GC/FID Method 8015D/3510C
Analyzed: 4/7/2013 1240h Extracted:  4/5/2013 152%h
Units. mg/L Dilution Factor: 1 M ethod: SW8015D
463 West 3600 South
. CAS Reporting Analytical
Salt Lake City, UT 84115 Compound Number Limit Result Qual
Diesel Range Organics (DRO) (C10-C28) 68476-34-6 0.500 <0.500
Phone: (801) 263-8686 Surrogate CAS Result ~ Amount Spiked % REC Limits Qual
Surr: 4-Bromofluorobenzene 460-00-4 0.179 0.4000 44.8 10-190

Toll Free: (888) 263-8686
Fax: (801) 263-8687

e-mail: awal@awal-labs.com

web: www.awal-labs.com

Kyle F. Gross

Laboratory Director

Jose Rocha
QA Officer

Report Date: 4/8/2013 Page 16 of 18
All analysespplicableto the CWA, SDWA, andRCRA areperformedn accordancéo NELAC protocols Pertinensamplinginformationis locatedon the attachedCOC. This reportis providedfor the exclusiveuseof theaddressedrivilegesof
subsequentseof the nameof this companyor any memberof its staff, or reproductiorof this reportin connectiorwith the advertisemengpromotionor saleof anyproductor processor in connectiorwith there-publicatiorof this reportfor any
purposeotherthanfor theaddressewiill begrantedonly on contact.This companyacceptsio responsibilityexceptfor thedueperformancef inspectionand/oranalysisn goodfaith andaccordingto therulesof thetradeandof science.



ORGANIC ANALYTICAL REPORT

Client: Utah Division of Water Quality Contact: ChrisBittner
- > Proj ect: MP 44.9
Lab SampleID: 1304193-018C
= Client Sample|D: French Drain 4920398
anatvtical Lasoratories  Collection Date:  4/5/2013  1050h
Received Date:  4/5/2013  1240h

Analytical Results TPH-DRO (C10-C28) by GC/FID Method 8015D/3510C
Analyzed: 4/7/2013 1259 Extracted:  4/5/2013 152%h
Units. mg/L Dilution Factor: 1 M ethod: SW8015D
463 West 3600 South
. CAS Reporting Analytical
Salt Lake City, UT 84115 Compound Number Limit Result Qual
Diesel Range Organics (DRO) (C10-C28) 68476-34-6 0.500 1.86
Phone: (801) 263-8686 Surrogate CAS Result ~ Amount Spiked % REC Limits Qual
Surr: 4-Bromofluorobenzene 460-00-4 0.151 0.4000 37.7 10-190

Toll Free: (888) 263-8686
Fax: (801) 263-8687

e-mail: awal@awal-labs.com

web: www.awal-labs.com

Kyle F. Gross

Laboratory Director

Jose Rocha
QA Officer

Report Date: 4/8/2013 Page 17 of 18
All analysespplicableto the CWA, SDWA, andRCRA areperformedn accordancéo NELAC protocols Pertinensamplinginformationis locatedon the attachedCOC. This reportis providedfor the exclusiveuseof theaddressedrivilegesof
subsequentseof the nameof this companyor any memberof its staff, or reproductiorof this reportin connectiorwith the advertisemengpromotionor saleof anyproductor processor in connectiorwith there-publicatiorof this reportfor any
purposeotherthanfor theaddressewiill begrantedonly on contact.This companyacceptsio responsibilityexceptfor thedueperformancef inspectionand/oranalysisn goodfaith andaccordingto therulesof thetradeandof science.



ORGANIC ANALYTICAL REPORT

Client: Utah Division of Water Quality Contact: ChrisBittner
- > Proj ect: MP 44.9
Lab SampleID: 1304193-019C
= Client SampleID: French Drain North
anatvtical Lasoratories  Collection Date:  4/5/2013  1110h
Received Date:  4/5/2013  1240h

Analytical Results TPH-DRO (C10-C28) by GC/FID Method 8015D/3510C
Analyzed: 4/7/2013 131%h Extracted:  4/5/2013 152%h
Units. mg/L Dilution Factor: 1 M ethod: SW8015D
463 West 3600 South
. CAS Reporting Analytical
Salt Lake City, UT 84115 Compound Number Limit Result Qual
Diesel Range Organics (DRO) (C10-C28) 68476-34-6 0.500 1.84
Phone: (801) 263-8686 Surrogate CAS Result ~ Amount Spiked % REC Limits Qual
Surr: 4-Bromofluorobenzene 460-00-4 0.126 0.4000 315 10-190

Toll Free: (888) 263-8686
Fax: (801) 263-8687

e-mail: awal@awal-labs.com

web: www.awal-labs.com

Kyle F. Gross

Laboratory Director

Jose Rocha
QA Officer

Report Date: 4/8/2013 Page 18 of 18
All analysespplicableto the CWA, SDWA, andRCRA areperformedn accordancéo NELAC protocols Pertinensamplinginformationis locatedon the attachedCOC. This reportis providedfor the exclusiveuseof theaddressedrivilegesof
subsequentseof the nameof this companyor any memberof its staff, or reproductiorof this reportin connectiorwith the advertisemengpromotionor saleof anyproductor processor in connectiorwith there-publicatiorof this reportfor any
purposeotherthanfor theaddressewiill begrantedonly on contact.This companyacceptsio responsibilityexceptfor thedueperformancef inspectionand/oranalysisn goodfaith andaccordingto therulesof thetradeandof science.



American West Analytical Laboratories D
WORK ORDER Summary Work Order: 1304193 Page 1 of 5
Client: Utah Division of Water Quality Due Date: 4/8/2013
Client ID: UTD200 Contact: Chris Bittner
Project: MP 44.9 QC Level: 1II WO Type: Standard
Comments: Next Day Rush; QC 3. Include TICs on SVOC only. Send partial reports as results become available, bill accordingly.; J
Sample ID Client Sample ID Collected Date  Received Date  Test Code Matrix Sel Storage ~
1304193-001A East of I-15 / 4920392 4/5/2013 0745h 4/5/12013 1240h 8260-W Aqueous Purge 3
Test Group: 8260-W-Full; # of Analytes: 103 / # of Surr: 4
1304193-001B 3510-SVOA-PR []  walkin-semi 2
8270-W walkin - semi
Test Group: 8270-W-Custom; # of Analytes: 138 / # of Surr: 6
8270-W-SIM walkin - semi
Test Group: 8270-W-PNA-SIM; # of Analytes: 19/ # of Surr:
1304193-001C 3510-TPH-PR []  Walkin-TPH (Liters)
' 8015-W-TPH(1L) Walkin-TPH (Liters)
Test Group: 8015-W-TPHIL; # of Analytes: 1/ # of Surr: 1
1304193-002A S. Marina / 4920495 4/5/2013 0800h 4/5/2013 1240h 8260-W Aqueous Purge 3
Test Group: 8260-W-Full; # of Analytes: 103 / # of Surr: 4
1304193-002B 3510-SVOA-PR S [] walkin-semi 2
8270-W walkin - semi
Test Group: 8270-W-Custom; # of Analytes: 138 / # of Surr: 6
8270-W-SIM walkin - semi
Test Group: 8270-W-PNA-SIM; # of Analytes: 19/ # of Surr:
1304193-002C 3510-TPH-PR |:| Walkin-TPH (Liters)
8015-W-TPH(1L) Walkin-TPH (Liters)
" Test Group: 8015-W-TPHIL; # of Analytes: 1/ # of Surr: 1
1304193-003A 50' from N Boom / 4920508 4/5/2013 0900h 4/5/2013 1240h 8260-W Aqueous Purge 3
Test Group: 8260-W-Full; # of Analytes: 103 / # of Surr: 4
1304193-003B 3510-SVOA-PR [} walkin - semi 2
8270-W walkin - semi
Test Group: 8270-W-Custom; # of Analytes: 138 / # of Surr: 6
8270-W-SIM walkin - semi
Test Group: 8270-W-PNA-SIM; # of Analytes: 19/ # of Surr:
1304193-003C 3510-TPH-PR []  Walkin-TPH (Liters)
8015-W-TPH(1L) Walkin-TPH (Liters)
Test Group: 8015-W-TPHIL; # of Analytes: 1/# of Surr: 1
1304193-004A North Boom / 4920397 4/5/2013 0910h 4/5/2013 1240h 8260-W Aqueous Purge 3
Test Group: 8260-W-Full; # of Analytes: 103 / # of Surr: 4
1304193-004B 3510-SVOA-PR []  walkin-semi 2

Printed: 4/8/2013

FOR LABORATORY USE ONLY [fill out on page 1]:
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WORK ORDER Summary

Work Order: 1304193  rage2of 5

Client: Utah Division of Water Quality Due Date: 4/8/2013
Sample ID Client Sample ID Collected Date  Received Date  Test Code Sel Storage
1304193-004B North Boom / 4920397 4/5/2013 0910h 4/5/2013 1240h 8270-W walkin - semi
Test Group: 8270-W-Custom; # of Analytes: 138 / # of Surr: 6
8270-W-SIM walkin - semi
Test Group: 8270-W-PNA-SIM;; # of Analytes: 19/ # of Surr:
1304193-004C 3510-TPH-PR [[]  Walkin-TPH (Liters)
8015-W-TPH(1L) Walkin-TPH (Liters)
Test Group: 8015-W-TPHIL; # of Analytes: 1/ # of Surr: 1
1304193-005A W. Boom 5 /4920499 4/5/2013 0920h 4/5/2013 1240h 8260-W V] Purge
Test Group: 8260-W-Full; # of Analytes: 103 / # of Surr: 4
1304193-005B 3510-SVOA-PR []  walkin - semi
8270-W walkin - semi
Test Group: 8270-W-Custom, # of Analytes: 138 / # of Surr: 6
8270-W-SIM walkin - semi
Test Group: 8270-W-PNA-SIM; # of Analytes: 19/ # of Surr:
1304193-005C 3510-TPH-PR []  Walkin-TPH (Liters)
- 8015-W-TPH(1L) Walkin-TPH (Liters)
Test Group: 8015-W-TPHIL, # of Analytes: 1/ # of Surr: 1
1304193-006A W. Boom 4 / 4920498 4/5/2013 0930h 4/5/2013 1240h 8260-W Purge
Test Group: 8260-W-Full; # of Analytes: 103/ # of Surr: 4
1304193-006B 3510-SVOA-PR []  walkin-semi
8270-W walkin - semi
Test Group: 8270-W-Custom, # of Analytes: 138 / # of Surr: 6
8270-w-SIM walkin - semi
Test Group: 8270-W-PNA-SIM; # of Analytes: 19/ # of Surr:
1304193-006C 3510-TPH-PR [[]  Walkin-TPH (Liters)
8015-W-TPH(1L) Walkin-TPH (Liters)
Test Group: 8015-W-TPHIL; # of Analytes: 1/ # of Surr: 1
1304193-007A 50" from WB 4 / 4920502 4/5/2013 0940h 4/5/2013 1240h 8260-W Purge
Test Group: 8260-W-Full; # of Analytes: 103/ # of Surr: 4
1304193-007B 3510-SVOA-PR []  walkin-semi
8270-W walkin - semi

1304193-007C

Test Group: 8270-W-Custom; # of Analytes: 138 / # of Surr: 6

1304193-008A

1304193-008B

8270-W-SIM walkin - semi
Test Group: 8270-W-PNA-SIM; # of Analytes: 19/ # of Surr:

3510-TPH-PR []  Walkin-TPH (Liters)

8015-W-TPH(1L) Walkin-TPH (Liters)
Test Group: 8015-W-TPHIL, # of Analytes: 1/ # of Surr: 1

W. Boom 3 /4920497 4/5/2013 0950h 4/5/2013 1240h 8260-wW Purge

Test Group: 8260-W-Full; # of Analytes: 103 / # of Surr: 4

3510-SVOA-PR []  walkin-semi

Printed: 4/8/2013
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WORK ORDER Summary

Work Order: 1304193  page3 of5
Client: Utah Division of Water Quality Due Date: 4/8/2013
Sample ID Client Sample ID Collected Date ~ Received Date  Test Code Sel Storage
1304193-008B W. Boom 3 / 4920497 4/5/2013 0950h 4/5/2013 1240h 8270-W walkin - semi 2
- Test Group: 8270-W-Custom, # of Analytes: 138 / # of Surr: 6
8270-W-SIM walkin - semi
Test Group: 8270-W-PNA-SIM; # of Analytes: 19 / # of Surr:
1304193-008C 3510-TPH-PR []  Walkin-TPH (Liters)
8015-W-TPH(1L) Walkin-TPH (Liters)
Test Group: 8015-W-TPHIL; # of Analytes: 1/ # of Surr: 1
1304193-009A W. Boom 2 / 4920496 4/5/2013 1000h 4/5/2013 1240h 8260-W Purge 3
Test Group: 8260-W-Full; # of Analytes: 103/ # of Surr: 4
1304193-009B 3510-SVOA-PR [[]  walkin - semi 2
8270-wW walkin - semi
Test Group. 8270-W-Custom; # of Analytes: 138 / # of Surr: 6
8270-W-SIM walkin - semi
Test Group: 8270-W-PNA-SIM; # of Analytes: 19 / # of Surr:
1304193-009C 3510-TPH-PR [[]  Walkin-TPH (Liters)
8015-W-TPH(1L) Walkin-TPH (Liters)
Test Group: 8015-W-TPHIL; # of Analytes: 1/ # of Surr: I
1304193-010A 50' From WB1 / 4920505 4/5/2013 1010h 4/5/2013 1240h 8260-W Purge 3
Test Group: 8260-W-Full; # of Analytes: 103 / # of Surr: 4
1304193-010B 3510-SVOA-PR [[]  walkin-semi 2
8270-wW walkin - semi -

Test Group: 8270-W-Custom; # of Analytes: 138 / # of Surr: 6

8270-W-SIM walkin - semi
Test Group: 8270-W-PNA-SIM; # of Analytes: 19 / # of Surr:
1304193-010C 3510-TPH-PR [[] Walkin-TPH (Liters)
8015-W-TPH(1L) Walkin-TPH (Liters)
Test Group: 8015-W-TPHIL; # of Analytes: 1/ # of Surr: 1
1304193-011A W. Boom 1/ 4920396 4/5/2013 1020h 4/5/2013 1240h 8260-W Purge 3
Test Group: 8260-W-Full, # of Analytes: 103 / # of Surr: 4
1304193-011B 3510-SVOA-PR []  walkin-semi 2
8270-W walkin - semi
Test Group: 8270-W-Custom; # of Analytes: 138 / # of Surr: 6
8270-W-SIM walkin - semi
Test Group: 8270-W-PNA-SIM; # of Analytes: 19 / # of Surr:
1304193-011C 3510-TPH-PR [] Walkin-TPH (Liters)
8015-W-TPH(1L) Walkin-TPH (Liters)
Test Group: 8015-W-TPHIL; # of Analytes: 1/ # of Surr: 1
1304193-012A East of Boom / 4920395 4/5/2013 1030h 4/5/2013 1240h 8260-W Purge 3
» Test Group: 8260-W-Full; # of Analytes: 103 / # of Surr: 4
1304193-012B 3510-SVOA-PR [J  walkin - semi 2

Printed: 4/8/2013
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WORK ORDER Summary

Work Order: 1304193

Client: Utah Division of Water Quality Due Date: 4/8/2013
Sample ID Client Sample ID Collected Date  Received Date  Test Code Sel Storage
1304193-012B East of Boom / 4920395 4/5/2013 1030h 4/5/2013 1240h 8270-W walkin - semi
Test Group: 8270-W-Custom; # of Analytes: 138/ # of Surr: 6
8270-W-SIM walkin - semi
Test Group: 8270-W-PNA-SIM; # of Analytes: 19 / # of Surr:
1304193-012C 3510-TPH-PR []  Walkin-TPH (Liters)
8015-W-TPH(1L) Walkin-TPH (Liters)
Test Group: 8015-W-TPHIL; # of Analytes: 1/ # of Surr: 1
1304193-013A Between Weirs /4920394 4/5/2013 1040h 4/5/2013 1240h 8260-W Purge
Test Group: 8260-W-Full; # of Analytes: 103 / # of Surr: 4
1304193-013B 3510-SVOA-PR [[] walkin - semi
8270-wW walkin - semi
Test Group: 8270-W-Custom; # of Analytes: 138/ # of Surr: 6
8270-W-SIM walkin - semi
Test Group: 8270-W-PNA-SIM; # of Analytes: 19 / # of Surr:
1304193-013C 3510-TPH-PR []  Walkin-TPH (Liters)
8015-W-TPH(1L) Walkin-TPH (Liters)
Test Group: 8015-W-TPHIL; # of Analytes: 1/ # of Surr: 1
1304193-014A Between Weirs Dup / 4920394 4/5/2013 1045h 4/5/2013 1240h 8260-wW Purge
Test Group: 8260-W-Full; # of Analytes: 103/ # of Surr: 4
1304193-014B 3510-SYOA-PR D walkin - semi
8270-W walkin - semi
Test Group: 8270-W-Custom, # of Analytes: 138 / # of Surr: 6
8270-W-SIM watkin - semi
Test Group: 8270-W-PNA-SIM; # of Analytes: 19/ # of Surr:
1304193-014C 3510-TPH-PR []  Walkin-TPH (Liters)
8015-W-TPH(1L) Walkin-TPH (Liters)
Test Group: 8015-W-TPHIL, # of Analytes: 1/ # of Surr: 1
1304193-015A East of #3 4/5/2013 1035h 4/5/2013 1240h 8260-W Purge
Test Group: 8260-W-Full; # of Analytes: 103/ # of Surr: 4
1304193-015B 3510-SVOA-PR []  walkin - semi
8270-wW walkin - semi
Test Group: 8270-W-Custom; # of Analytes: 138 / # of Surr: 6
8270-W-SIM walkin - semi
Test Group: 8270-W-PNA-SIM; # of Analytes: 19 / # of Surr:
1304193-015C 3510-TPH-PR [[]  Walkin-TPH (Liters)
8015-W-TPH(1L) Walkin-TPH (Liters)
Test Group: 8015-W-TPHIL; # of Analytes: 1/# of Surr: 1
1304193-016A Field Blank 4/5/2013 1100h 4/5/2013 1240h 8260-W Purge

Test Group: 8260-W-Full; # of Analytes: 103/ # of Surr: 4

Printed: 4/8/2013
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WORK ORDER Summary

Work Order: 1304193  page s of5
Client: Utah Division of Water Quality Due Date: 4/8/2013
Sample ID Client Sample ID Collected Date  Received Date  Test Code Matrix Sel Storage
1304193-017A Trip Blank 4/5/2013 4/5/2013 1240h 8260-W Aqueous Purge 3
Test Group: 8260-W-Full; # of Analytes: 103/ # of Surr: 4
1304193-018A French Drain 4920398 4/5/2013 1050h 4/5/2013 1240h 8260-W Aqueous Purge 3
Test Group: 8260-W-Full; # of Analytes: 103 / # of Surr: 4
1304193-018B 3510-SVOA-PR []  walkin- semi 2
8270-W walkin - semi
Test Group: 8270-W-Custom; # of Analytes: 138 / # of Surr: 6
8270-W-SIM walkin - semi
Test Group: 8270-W-PNA-SIM; # of Analytes: 19/ # of Surr:
1304193-018C 3510-TPH-PR []  Walkin-TPH (Liters)
8015-W-TPH(1L) Walkin-TPH (Liters)
Test Group: 8015-W-TPHIL; # of Analytes: 1/ # of Surr: 1
1304193-019A French Drain North 4/5/2013 1110h 4/5/2013 1240h 8260-W Aqueous Purge 3
Test Group: 8260-W-Full; # of Analytes: 103 / # of Surr: 4
1304193-019B 3510-SVOA-PR []  walkin-semi 2
8270-W walkin - semi
Test Group: 8270-W-Custom; # of Analytes: 138/ # of Surr: 6
8270-W-SIM walkin - semi
Test Group: 8270-W-PNA-SIM; # of Analytes: 19/ # of Surr:
1304193-019C 3510-TPH-PR [[]  Walkin-TPH (Liters)
8015-W-TPH(1L) Walkin-TPH (Liters)

Test Group: 8015-W-TPHIL; # of Analytes: 1/ # of Surr: 1

Printed: 4/8/2013 FOR LABORATORY USE ONLY [fill out on page 1]:
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American West Analytical Laboratories

Client:
Address:

Utah DEQ
195 North 1950 West
Salt Lake City, UT 84114

Project Name: MP 44.9

PO#:

Lab Sample Set #

Chain of Custody
Contact: Chris Bittner
Phone: 801-536-3600
Fax :
Email: cbittner@utah.gov

(04173

Page 1 of 2,

QC Level: 3

Turn Around Time
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Smpl‘?l?i L D ate Sampled Time q: (2 g S 8 ~ Comments
[Eastor1-15 4920392 VS/3 119D | 71w =] x| x
S. Marina 4920495 JI&/s 1@ 00 |7|Wlx[x[x
50' fr. N Boom 4920508 Q' o0 7TIWl x|x|x
North Boom 4920397 G0 7TIWlx|[x|x
W. Boom 5 4920499 9:20 TIW] x| x| x
W. Boom 4 4920498 22> TIW]l x| x| x|
50' from WB4 4920502 T:4%0 TIWI x| x| x
W. Boom 3 4920497 .50 TIWl x| x| x
W. Boom 2 4920496 tore | 7iWlx|x|x
S0 ' from WB1 4920505 1010 TIWEx| x| x
W. Boom 1 4920396 1 1O TIWlx|x|x
East of Boom 4920395 1050 |7]wlx[x[x
B/t Weirs 4920394 1042 | 7|V x|[x]|x
B/t Weirs Dup 4920394 o ~S | 7I1Wlx|x[x
East of #3 10.%S 7TIWlx|x|x
Field Blank In.co |3|WVW|x
Trip Blank - j 3|W]x
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